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Complexity in modern radiotherapy treatments demands advanced dosimetry systems for quality con-
trol. These systems must have several characteristics, such as high spatial resolution, tissue equivalence,
three-dimensional resolution, and dose-integrating capabilities. In this scenario, gel dosimetry has
proved to be a very promising option for quality assurance. In this study, the feasibility of Fricke and
polymer gel dosimeters suitably shaped in form of thin layers and optically analyzed by visible light
transmission imaging has been investigated for quality assurance in external radiotherapy. Dosimeter
irradiation was carried out with a 6-MV photon beam (CLINAC 600C). The analysis of the irradiated
dosimeters was done using two-dimensional optical transmission images. These dosimeters were
compared with a treatment plan system using Monte Carlo simulations as a reference by means of a
gamma test with parameters of 1 mm and 2%. Results show very good agreement between the different
dosimetric systems: in the worst-case scenario, 98% of the analyzed points meet the test quality re-
quirements. Therefore, gel dosimetry may be considered as a potential tool for the validation of other
dosimetric systems.
© 2016 Elsevier Ltd. All rights reserved.emistry, Faculty of Chemical
T, Argentina.
rique Gaviola e CONICET,
edelago), fmattea@gmail.com
edelago/1. Introduction
The increasing complexity of dose delivery techniques in mod-
ern radiotherapy treatments demands the use of quality control
procedures with high spatial resolution, three-dimensional (3D)
capabilities, dose-integrating characteristics, and tissue
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aiming to fulﬁll those needs, among them gel dosimeters, which are
mainly analyzed by magnetic resonance imaging (da Silveira et al.,
2014; Ceberg et al., 2010), optical readings (Vanossi et al., 2008;
Chang et al., 2014), or X-ray computed tomography (X-ray CT)
scanning (Jirasek et al., 2010; Chiu et al., 2014).
Two well-known types of gel dosimeters were used in this
study: Fricke gel dosimeters (Schreiner, 2004) doped with benzoic
acid (BFGD) (Gupta and Gomathy, 1974) and polymer gel dosime-
ters based on N-isopropylacrylamide and N,N’-
methylenebis(acrylamide) (NIPAM) (Chang et al., 2011).
Fricke gel dosimeters are mainly a gel matrix containing ferrous
sulfate (Feþ2) that, when exposed to ionizing radiation, are oxidized
to ferric sulfate (Feþ3) at a rate proportional to the absorbed dose
(Schreiner, 2004). When combined with an adequate colorant such
as xylenol orange, these systems are suitable for optical trans-
mission readings of the sensitive material (Kelly et al., 1998).
Alternatively, polymer gel dosimeters are able to register and
quantify the absorbed dose because of the formation of cross-
linked networks, usually referred to as hydrogels (Baldock et al.,
2010). No colorant is required for these materials, because the
hydrogel formation already produces density changes, related to
the ionizing radiation exposure of the sensitive material, large
enough to be detected by optical transmission methods (Wuu and
Xu, 2011). One of the main advantages of polymer gel dosimeters
over Fricke gel dosimeters is the preservation of the information
over time after the irradiation. In addition, diffusion of Feþ3 ions is a
well-known limitation for Fricke gel dosimetry that must be over-
come with a prompt sample reading after the irradiation (Vedelago
et al., 2014; Harris et al., 1996; Baldock et al., 2001). By contrast,
polymer gel dosimeters have the disadvantage of requiring more
toxic materials in the manufacturing process (Maryanski et al.,
1994; Senden et al., 2006).
Film dosimetry is a widely disseminated technique for radio-
therapy commissioning. Radiochromic ﬁlms emerged as a valuable
option for dose measurements in photon ﬁelds, because of their
high spatial resolution, near-tissue equivalence, and low energy
dependence (Huet et al., 2012). However, radiochromic ﬁlm do-
simeters present some drawbacks such as the dependence of their
absorption peak with temperature, postirradiation time for optical
density buildup, and the dependence on light source polarization of
the readout system (Devic, 2011). Gel dosimeters in layer shapes
and radiochromic ﬁlms have similar radiological characteristics, but
with the former ones, it is relatively simple to obtain a 3D recon-
struction of the absorbed dose. Furthermore, with gel dosimetry, it
is possible to have a continuous 3D detection volume. An excellent
agreement among these types of dosimeters has been reported in
the literature (De Deene et al., 1998; Hassani et al., 2014) with the
exception of measurements in the penumbra regions.
In this study, both BFGD and NIPAM dosimeters were optically
analyzed from bidimensional optical transmission measurements
by capturing imageswith a charge-coupled device camera provided
with suitable monochromatic ﬁlters corresponding to the absor-
bance peak of each gel dosimeter (580 nm for BFGD and 430 nm for
NIPAM).
In order to check the reliability of the external beam radio-
therapy treatments used with patients, the treatment planning
system (TPS) dose calculations were compared with the gel
dosimetry experimental measurements using Monte Carlo (MC)
simulations as a reference in both cases. Modern TPS software
systems are based on pencil-beam dose calculations (Kn€o€os et al.,
1994) on a patient’s anatomy obtained by means of X-ray CT.
Another important dose calculation method is MC simulation
(Spezi et al., 2002; Kairn et al., 2012). Furthermore, validated MC
simulations can be used as a reference method for other dosimetricsystems. Dose calculations obtained from simulation methods are
useful for some particular estimations, such as scattering contri-
butions or tissue equivalence studies (Keall and Baldock, 1999), but
experimental measurements are still essential to obtain physical
validations of the simulations results (Mariani et al., 2007). In order
to perform an exhaustive quantiﬁcation and comparison, MC
PENELOPE code (Baro et al., 1995) was used to reproduce dosimeter
irradiation.
The aim of this study is to assess the gel dosimetry capabilities
for quality assurance (QA) in external photon beam radiation
treatments. Gamma index (Low et al., 1998) calculations between
dose distributions were made to obtain a quantitative comparison
between the different methods. A further intent of this study is to
promote the use of gel dosimetry as a valuable tool for QA routines
commonly used in the clinical ﬁeld, such as electronic portal im-
aging device (EPID) (Deshpande et al., 2011) or ionization chamber
arrays (Poppe et al., 2006).
2. Materials and methods
2.1. Gel dosimeters
The two types of gel dosimeters used in this study were pre-
pared usingMilli-Q water and gelatin from porcine skin, type A 300
Bloom.
2.1.1. Benzoic fricke gel dosimeter
The BFGD sensitive material was manufactured based on the
method described elsewhere (Gupta and Gomathy, 1974). Benzoic
acid (0.29% w/w) was dissolved at 60 C in the entire volume of
water with constant stirring for approximately 15 min. Gelatin 300
Bloom (3.00% w/w) was then incorporated into half of the benzoic
acid solution and stirred for 20 min at 50 C. Next, the resulting gel
matrix was mixed with the rest of the solution at 28 C. Then,
sulfuric acid (1.38% w/w), xylenol orange (0.04% w/w), and ferrous
sulfate (0.06% w/w) were added and stirred until a homogeneous
solution was obtained. Finally, glutaraldehyde (0.23% w/w) was
added to the solution.
Layer-type containers were ﬁlled with the ﬁnal solution and
properly sealed to avoid the presence of oxygen in the dosimeters
during their storage and irradiation and postirradiation analyses.
These materials were stored at 4 C without exposure to light for at
least 12 h before irradiation. The same storage conditions were
maintained after their irradiation until the materials were
analyzed. Ferrous sulfate and benzoic acid were provided by
Research AG, (Buenos Aires, ARG).
2.1.2. NIPAM polymer gel dosimeter
The NIPAM sensitive material was prepared with N-iso-
propylacrylamide (97%) and N,N’-methylenebis(acrylamide) (99%).
The manufacture protocol used in this study has been described
elsewhere (Mattea et al., 2013). Brieﬂy, the gelatin 300 Bloom
(5.00%w/w) was dissolved at room temperature and then heated to
50 C. After 30-min stirring, the temperature reduced to 37 C and
the N,N’-methylenebis(acrylamide) (3.00% w/w) was mixed in.
Then, the N-isopropylacrylamide (5.00% w/w) was added and
stirred until a homogeneous mixture was achieved. Tetrakis(hy-
droxymethyl)phosphonium chloride (THPC) was added to the
mixture as oxygen scavenger and the whole solutionwas stirred for
30 min at 37 C to obtain a THPC ﬁnal concentration of 5 mM.
Finally, glutaraldehyde (0.23% w/w) was added to the solution to
improve the stability of the gel matrix in the dosimeters with
temperature. The whole process was done in a sealed vessel where
special care was taken to avoid the presence of oxygen in the so-
lution. This solution was used to ﬁll layer-type containers and the
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before irradiation. The same care was taken in the pre- and post-
irradiation intervals to avoid oxygen or light effects on the dosim-
eters. The rest of the reagents used in this study were provided by
Sigma-Aldrich® (Saint Louis, MO, USA) and used without further
processing.
2.1.3. Optical analysis
The gel dosimeter containers were speciﬁcally designed with a
layer shape to optimize their optical analysis (Valente et al., 2007;
Gambarini et al., 2007). An apparatus with a homogeneous light
source and charge-coupled device (CCD) camera SXV-H5 (Starlight
Xpress Ltd, Binﬁeld, UK) coupled with suitable optical ﬁlters,
580 nm P/N: 580FS10-25 for BFGD and 430 nm P/N: 430FS10-25
(Andover Corporation, Salem, NH, USA) for NIPAM, was used to
acquire transmission images before and after each sample irradia-
tion. In this apparatus, the CCD camera was controlled through a
USB port and the transmission images were recorded in gray-level
maps for further analysis. A spatial resolution of 3.74 ± 0.01 pixels/
mm and an overall reproducibility of not less than 99% can be ob-
tained with this setup.
Transmission images were taken before Ib and after irradiation
Ia.From these images, optical density changes ðDODÞ were calcu-
lated, which are linearly correlated to the absorbed dose D by the
expression:
D ¼ a DOD ¼ a log10ðIb=IaÞ
where a represents a calibration factor. A thorough description of
the apparatus and analytical method has been presented else-
where. (Valente and Vedelago, 2013)
2.2. Treatment planning system
A linear accelerator from Varian Medical Systems Inc. (Palo Alto,
CA, USA). (CLINAC 600C) was used for the irradiation experiments.
PCRT 3D (v6.0.2.12) software was used for the treatment planning
using the Clarkson-3D calculation method. In order to imitate a
typical clinical case, a CT scan of the phantomwas performedwith a
SIEMENS AG (Munich, GER) Biograph TruePoint PET-CT. The CT
spatial resolution was 1.3  1.3  3.0 mm3.
For gel dosimeter irradiation, layer-type containers of
10  10  0.3 cm3 were used inside a cubic phantom with inner
dimensions of 10  10  10 cm3 and wall thickness of 1.2 cm. The
material of all the containers and phantoms was poly(-
methylmethacrylate) (PMMA).
A four-ﬁeld-box isocentric technique (Valente et al., 2007),
consisting of two pairs of parallel and opposite ﬁelds, was imple-
mented to achieve a symmetric dose geometry. Each ﬁeld size (FS)
was set to 30  30 mm2 at the phantom’s surface, and a source-to-
surface distance (SSD) of 94 cm was chosen. An absolute dose of
12 Gy in the isocenter was selected, resulting in 486 monitor units
(MU) per ﬁeld. A dose rate of 320 MU/min was used in all the
experiments.
2.3. MC simulations
The PENELOPE system code (version 2011) was used to perform
the MC simulations (Baro et al., 1995) in this study. This code has
been used and described extensively in numerous studies involving
electronephoton transport and has been thoroughly validated
against experimental data (Sempau et al., 2003).
The simulation geometry was built from 3D information con-
tained in the tomographic images of the phantoms. This geometry
was segmented in voxels containing either air, water, or PMMA,according to their Hounsﬁeld index. The size of the voxels was
deﬁned with the sizes of the DICOM Image’s metadata
(1.3  1.3  3 mm3).
The irradiation setup already described for the TPS method was
selected. For that purpose, an isotropic point radiation source
placed at a distance of 100 cm from the phantom’s center and
aligned to it was used, and the ﬁnal SSD was 94 cm. A square-
shaped collimator was placed on the phantom’s surface to obtain
an FS of 3  3 cm2. The emission spectrum of the source was
established from available estimations (Mohan et al., 1985) corre-
sponding to a Varian Clinac-6 accelerator at 6 MV.
The simulations were performedwith a number of showers high
enough (at least 1  109 primary particles) to verify that the un-
certainty on the dose in the voxels placed on the phantom’s sym-
metry axis is <2%. The remaining simulation parameters were set to
reduce the calculation time without diminishing the quality of the
simulation outcomes. A full description of the simulation parame-
ters and methodology followed in this study has been found else-
where (Sempau and Andreo, 2006). The simulations were carried
out with a CPU of Intel® Core™ i7 950, 3.07 Ghz with 4 Gb RAM and
Linux Kernel 2.6.32 64 bit.
In order to validate the MC simulations, a simple irradiation
conﬁguration was simulated and compared with the experimental
data. These data were recorded on a Classic Farmer-type ionization
chamber Exradin A16 in a water phantom. The percentage depth
dose (PDD) of MC and ionization chamber were compared for two
different FZs: 10  10 cm2 and 3  3 cm2.
2.4. Comparison method
For data manipulation, comparison, and visualization, a group of
algorithms was developed using MATLAB® version 7.11.0.584
(R2010b) 64 bit (MathWorks Inc, Natick, MA, USA). A section of this
code was dedicated to gamma index calculations, which is
considered an excellent tool to compare dose distributions
measured or calculated from different methods. In this study, MC
dose information was used as the reference dose distribution for
gamma calculations. Each gamma analysis was carried out
normalizing the test distribution with the distribution selected as
reference, for example, for the BFGD versus MC gamma analysis,
both dose distributions were normalized to 12 Gy given by the MC
simulation. Nevertheless, some direct comparisons between both
gel dosimeter results were included. The parameters for the gamma
calculations were selected in agreement with the precision and
accuracy of the different measurement and calculation methods
used in this study. Therefore, all gamma calculations were per-
formed using a distance to agreement (DTA) of 1 mm and dose
difference (DD) of 2%.
Low et al (Low et al., 1998). deﬁned the gamma index g for a
speciﬁc point ri and a predeﬁned DD DDi as
gðriÞ ¼ min
8<
:
ﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃkri  rk
Dd
2
þ

DðriÞ  DðrÞ
DDi
2s 9=
;for all r;
where r is the spatial coordinate in the dimensions of interest (1D,
2D, or 3D) in the analysis, ri  r is the spatial distance between the
points ri and r, Dd is the DTA, and DðrÞ is the dose value at r. Any
point with g < 1 satisﬁes the passing criterion of this method. For
every studied case in this study, a local criterion was adopted for
the dose tolerance calculation. It is worthmentioning that using the
gamma test in a two-dimensional (2D) analysis will end up in the
same or a higher number of points that satisﬁes the passing crite-
rion than in the one-dimensional (1D) test. Using the same argu-
ments, a 3D gamma test will result in the same or a higher number
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Gel dosimeters have volumetric dose determination capabilities
(Baldock et al., 2010). As a consequence, 3D QA to validate TPS could
also be performed. In these cases, 3D gamma index formulation
represents an excellent method for evaluating the absorbed dose
distribution (Wendling et al., 2007).
3. Results and discussion
3.1. Validation of the MC simulations
Ionization chambermeasurements were takenwith a resolution
step of 0.5 mm; however, only some points are shown in Fig. 1 for
visualization reasons. Ionization chamber experimental un-
certainties were below 1% for every measurement. As can be
observed in Fig. 1, there is an excellent agreement between
experimental and simulated PDD proﬁles.
In order to obtain a quantitative comparison between the
different proﬁles, the mean squared relative error (MSRE) was
calculated according to the following expression:
MSRE ¼ 1
n
Xn
i¼1
PDDMC ið Þ  PDDion: chamber ið Þ
PDDion: chamber ið Þ
 2
The MSRE s obtained in the simulations with FSs of 10  10 cm2
and 3  3 cm2 were 8  103% and 3  103%, respectively, for a
number of experimental points ðn ¼ 500Þ in both cases. These re-
sults prove and conﬁrm the agreement between MC simulations
and the experimental data.
This ﬁgure also shows that the scattering contribution for a
larger FS is higher, resulting in a higher percentage of the dose for
depths higher than 15 mm.
3.2. 2D dose distributions
The relative dose distributions in the central plane of the
phantom for the four dosimetric systems, TPS, MC simulation,
BFGD, and NIPAM, are shown in Fig. 2. Each dose distribution was
normalized to their maximum dose (12 Gy); therefore, the relative
color scales for the four images are the same. This normalization
can be done because the dose response curve for the experimental0 50 100 150 200 2500
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Fig. 1. Monte Carlo simulations and ionization chamber measurements of PDD pro-
ﬁles. MSRE (FS 10  10 cm2) ¼ 8  103%, MSRE (FS 3  3 cm2) ¼ 3  103%.systems (BFGD and NIPAM dosimeters) presented a linear behavior
between 2 and 20 Gy. Initially, there is a correspondence between
the dose distributions of the different dosimetric systems. None-
theless, a quantitative analysis is necessary to provide a better
interpretation of the results.
Other authors (Yao et al., 2013) used a similar irradiation
conﬁguration, but a comparison of BFGD and MC simulations was
not studied.
3.3. 2D gamma test
For quantiﬁcation purposes, a 2D gamma analysis was per-
formed considering the MC dose distribution as the reference data.
Results are depicted in Fig. 3. With the aim of providing more in-
formation than just the rejected or accepted points, gamma indices
<1 were represented in a black-to-green scale, and the rejected
points were represented in red.
It should be mentioned that the layer-type dosimeter containers
of 10  10 cm2 have only a useful sensitive area of 7  7 cm2
because of the their sealing methods (paraﬁlm was used to seal
containers to prevent sensitive material oxygen contamination).
These nonsuitable regions can be observed in dark blue areas in the
relative dose distribution of Fig. 2 and in red areas in the borders of
both gel dosimeter gamma distributions presented in Fig. 3.
Regarding only the useful sensitive area of the gel dosimeters,
the percentages of points in these regions that meet the passing
criterion are 98.28% for BFGD, 99.29% for NIPAM, and 99.62% for
TPS. As expected, a better agreement was obtained for the com-
parison of TPS and MC, because for both cases only calculated data
were used.
In every case, points that do not meet the passing criterion
correspond to high-gradient dose regions, where tolerances could
be raised as has been done by other authors (Depuydt et al., 2002).
It is worth mentioning that for typical clinical uses where DTA and
DD are usually set to 3mm and 3%, respectively, every point studied
in the four dosimeters passes the gamma criterion. Moreover, a
thorough analysis of the gamma index parameters is presented in
Section 3.7. The red regions of BFGD and NIPAM versus MC 2D
gamma test presented in Fig. 3 indicate an asymmetry in both gel
dosimeter measurements. This behavior is discussed in the “On-
axis Gamma analysis” section.
Furthermore, in order to compare the two gel dosimetry mea-
surements, a 2D gamma test was performed for the BFGD dose
distribution using the NIPAM dose distribution as reference. The
results of this comparison are shown in Fig. 4, where 99.98% of the
points meet the gamma index criterion.
3.4. 1D gamma analysis in regions with large deviations
The 2D gamma distributions clearly have some regions that do
not satisfy the passing criterion, which are depicted as red areas in
Figs. 3 and 4 and correspond to regions with high gradient dose. In
order to investigate the largest deviations between dose distribu-
tions, proﬁles through that areas were analyzed. Considering the
red zones observed in 2D gamma test with MC as reference (Fig. 3),
1D gamma analysis was performed for proﬁles at y ¼ 10 mm
(Fig. 5).
In these types of ﬁgures, two different results are shown. First,
the relative dose proﬁles of the different methods to be compared
are represented. The reference distribution is plotted with a dashed
line and the contrasted distributionwith a continuous line. In these
proﬁles, there is a central region with a higher dose corresponding
to the added contribution of the four ﬁelds used in the irradiation of
the dosimeters. On the external regions, the contribution of two
ﬁelds is mainly present, resulting in a lower relative dose than the
Fig. 2. Relative dose distributions with BFGD (top left), NIPAM (top right), MC (bottom left), and TPS (bottom right).
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in the superimposition of the ﬁelds. Secondly, gamma index values
multiplied by a factor of 100 are represented by triangles in these
ﬁgures. In this case, those points that satisfy the passing criteria are
plotted in green and the ones that do not fulﬁll these criteria are
shown in red.
As could be observed in Fig. 5, gamma values around
z ¼ þ10 mm are >1 for BFGD and NIPAM gamma test. The BFGD
gamma proﬁle presents a smaller number of accepted points
(68.05%) than the NIPAM gamma proﬁle (85.94%) and also have g >
1 values around z ¼ þ10 mm, in concordance with Fig. 3. The TPS
gamma proﬁle has a pass rate of 94.57%, presenting rejected points
around z ¼ ±12 mm, also in concordance with the 2D gamma
analysis.
Regarding the 2D gamma test between both gel dosimetry
measurements (Fig. 4), only a few points do not pass the criteria.
Therefore, a 1D gamma analysis was carried out through proﬁle
y ¼ 13 mm (Fig. 6). The acceptance rate is 98.08% and only g
values around z ¼ 13 mm are >1, in agreement with the 2D
gamma analysis.3.5. On-axis gamma analysis
A 1D gamma test was performed with the MC dose distributionas reference. The resulting proﬁles obtained at y¼ 0mm are shown
in Fig. 7. It is evident from the ﬁgure that g < 1 values were obtained
for the three systems in the central region (z between 8
and þ 8 mm). These results are of great importance, because they
indicate that a homogeneous dose has been delivered to the target
volume. Once again, the regions where a high-dose gradient exists
are the ones presenting gamma indices that do not meet the
passing criterion. Despite these regions, in theworst case, 96.49% of
the analyzed points meet the passing criterion. As mentioned
earlier, the useless dosimeter regions result in increasing the values
of g index beyond ±35 mm.
Finally, both gel dosimetry measurements were compared
(Fig. 8) and every point of the useful region (between z ¼ 35
and þ 35 mm) of the dosimeters satisﬁes the passing criterion.
As mentioned in the 2D gamma analysis, an asymmetric dose
distribution is observed in Fig. 7 when compared with MC simu-
lations. In both gelmeasurements, the asymmetry becomes evident
if the dose proﬁles at z values between 8 and 12 mm are
compared with those between z ¼ 8 and 12 mm.
There are different reasons that could lead to an asymmetric
dose distribution, the main ones would be, the preparation
method of the dosimeters, the preparation and nature of the
phantoms and vessels for the dosimeters, the analytical methods
used for their characterization, and the positioning or alignment
Fig. 3. Two-dimensional gamma analysis of BFGD (top left), NIPAM (top right), and TPS (bottom) dose distributions considering MC dose distribution as reference.
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preparation method, only homogeneous materials can be obtained.
Therefore, an asymmetry caused by this preparation method or the
characteristics of the materials used in the dosimeters is negligible.
Furthermore, the same preparation and analytical methods were
used in previous studies (Vedelago et al., 2014), but with a different
irradiation conﬁguration, and no asymmetric result has been
observed. In regard to the optical method used for the analysis of
the dosimeters, the same method was applied to different mate-
rials and setups observing no asymmetric behavior (Mattea et al.,
2015). Consequently, the main reason for the asymmetry
observed in this study could be related to the irradiation conﬁg-
uration and a possible misalignment of the four irradiation ﬁelds.
3.6. Off-axis gamma analysis
In order to assess the dosimetric system quantiﬁcation in re-
gions analogous to organs at risk in clinical uses, for example, at
y ¼ z ¼ 30 mm, where no direct irradiation has been made, 1D
gamma tests were performed for proﬁles at z ¼ 30 mm. The resultsobtained in these tests are shown in Figs. 9 and 10. In order tomake
these ﬁgures comparable to Figs. 7 and 8, the relative dose axis
scale was maintained.
Results similar to the ones presented for y ¼ 0 mm were ob-
tained, proving the consistency of the four dosimetric systems. It is
worth mentioning that all points meet the passing criterion in
these proﬁles.
3.7. Variation of 2D gamma index parameters
In the presented results, a low-tolerance (1 mm and 2%)
gamma test was performed. Nevertheless, the typical values in a
clinical environment vary from 3 mm and 3% to 3 mm and 7%
(Depuydt et al., 2002). Therefore, a sensitivity analysis of these
parameters was performed, using different combinations of DTA
and DD values. The results of this analysis are summarized in
Fig. 11 and Table 1.
In the variable analysis presented in Fig. 11, the reference values
of DTA and DDwere set at 1 mm and 2%, respectively. A variation in
each of these parameters of ±50%wasmade, keeping the remaining
Fig. 4. Two-dimensional gamma analysis of BFGD considering NIPAM dose distribu-
tion as reference.
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Fig. 5. One-dimensional gamma test for y ¼ 10 mm of BFGD (top left), NIPAM (top right), and TPS (bottom left) dose distributions, considering MC dose distribution as reference.
For visualization purposes and a direct comparison, the values of g were multiplied by 100. The y ¼ 10 mm proﬁle was highlighted with a dashed line over the MC two-
dimensional dose distribution (bottom right).
Fig. 6. One-dimensional gamma test for y ¼ 13 mm of BFGD dose distribution
considering NIPAM dose distribution as reference. For visualization purposes and for a
direct comparison, the values of g were multiplied by 100.
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Fig. 7. One-dimensional gamma test for y ¼ 0 mm of BFGD (top left), NIPAM (top right), and TPS (bottom left) dose distributions, considering MC dose distribution as reference. For
visualization purposes and for a direct comparison, the values of g were multiplied by a factor of 100. The y ¼ 0 mm proﬁle was highlighted with a dashed line over the MC two-
dimensional dose distribution (bottom right).
Fig. 8. One-dimensional gamma test for y ¼ 0 mm of BFGD dose distribution
considering NIPAM dose distribution as reference. For visualization purposes and for a
direct comparison, the values of g were multiplied by 100.
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ﬁnal percentage of accepted points. In addition, both parameters
varied simultaneously to check if DTA and DD are independent.
From the results of this case, it is clear that the most inﬂuential
parameter is DD and that there is a slight combination of effects of
the inﬂuence of both variables when they are simultaneously var-
ied. Furthermore, from the results for DTA >1.5 mm and DD >3%,
>99.85% of the points were accepted in all the dosimeters investi-
gated in this study.
The complete analytical method used in this study has an un-
certainty on the dose value of 1e2%, which limits the minimum DD
that can be used in gamma index method. For DD <1%, there is no
way to discriminate if there is a difference in the dosimetric sys-
tems or if the uncertainty of each dosimetric system is leading to
gamma indices >1. In addition, DTA <1 mm implies using <4 pixels
around the point of interest for the gamma index calculation.
Therefore, if less pixels are considered, noise in the image acqui-
sition method could produce a large variation in the gamma
indices. Because of these reasons and considering the results from
Fig. 11, the most strict set of parameters that is still reasonable
considering the available analytical techniques for this study is the
one selected in the comparison study: DTA of 1 mm and DD of 2%.
This ﬁnal analysis can be observed for each dosimeter in Table 1.
−40 −30 −20 −10 0 10 20 30 400
20
40
60
80
100
120
BFGD vs MC
y axis [mm]
Re
la
ti
ve
 d
os
e 
[%
]
MC BFGD BFGD Gamma pass BFGD Gamma fail
−40 −30 −20 −10 0 10 20 30 400
20
40
60
80
100
120
NIPAM vs MC
y axis [mm]
Re
la
ti
ve
 d
os
e 
[%
]
MC NIPAM NIPAM Gamma pass NIPAM Gamma fail
−40 −30 −20 −10 0 10 20 30 400
20
40
60
80
100
120
TPS vs MC
y axis [mm]
Re
la
ti
ve
 d
os
e 
[%
]
MC TPS TPS Gamma pass TPS Gamma fail z axis [mm]
y 
ax
is
 [
mm
]
−40 −30 −20 −10 0 10 20 30 40
−40
−30
−20
−10
0
10
20
30
40
10
20
30
40
50
60
70
80
90
100
Fig. 9. One-dimensional gamma analysis for z¼ 30 mm of BFGD (top left), NIPAM (top right), and TPS (bottom) dose distributions considering MC dose distribution as reference. For
visualization purposes and for a direct comparison, the values of g were multiplied by 100. The z ¼ 30 mm proﬁle was highlighted with a dashed line over the MC two-dimensional
dose distribution (bottom right).
Fig. 10. One-dimensional gamma analysis for z ¼ 30 mm of BFGD dose distribution
considering NIPAM dose distribution as reference. For visualization purposes and for a
direct comparison, the values of g were multiplied by 100.
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A low-tolerance gamma index test with a DTA of 1 mm and DD
of 2% was performed, comparing gel dosimetry measurements
irradiated with a 6-MV photon beamwith MC simulations and TPS
calculations. Two different types of gel dosimeters were studied:
BFGD and a NIPAM-based polymer gel dosimeter. An excellent
agreement among the different methods was observed, where at
least 98% of the analyzed points in every dosimetric systemmet the
gamma index passing criterion. From these results, it was proved
that gel dosimetry combined with optical transmission analysis
represents a valuable tool for QA in tissue equivalent detectors.
Furthermore, as gel dosimetry is a complete independent experi-
mental method, it should be considered a potential tool for TPS
validations.
Finally, the water equivalence in terms of absorption/scattering
of ionizing radiation, of both BFGD and NIPAM dosimeters, was
showed with the concordance of their dose distributions with TPS
and MC ones, which were calculated in water.
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Fig. 11. DTA and DD inﬂuence in the percentage of accepted points in a two-dimensional gamma index analysis.
Table 1
Percentage of accepted points in the gamma index analysis for different DTA and DD values.
Test distribution Reference distribution DTA [mm] DD [%] Acceptance (g < 1) [%]
NIPAM MC 1 1 92.62
BFGD MC 1 1 94.00
TPS MC 1 1 96.43
BFGD NIPAM 1 1 99.84
NIPAM MC 1 2 99.29
BFGD MC 1 2 98.28
TPS MC 1 2 99.56
BFGD NIPAM 1 2 99.98
NIPAM; BFGD; TPS MC 3 3 100.00
BFGD NIPAM 3 3 100.00
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